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1 . 0  TRIGGERED LIGHT SOURCE INVESTIGATIONS 
One of the most important problems in the investigation of the single electron 
cowting properties of multiplier phototubes is the correlation (or  possible correlation) 
of a given output charge pulse with a given input photon ( i, e, a quantum of radiation). 
Ideally, perhaps, one would wish to introduce a single photon at a know 
look for the presence or absence of a corresponding output pylse, the ob 
of output pulses to input photons, averaged over many such observations, being the 
over-all effective detector quantum counting efficiency. 
But control of this sort over the precise presence or absence of an input photon 
is, of course, impossible on a quantum uncertainty basis. Instead, Tuffti=, Kerns and 
Knudsen', in a claasical quantum counting paper reduced the average intensity of the 
input flux to a level for which the probability of m w e  than one photon was negligibly 
small. Then by gating their multichannel analyzer to observe only those MPT output 
pulses which corresponded, in time, to the triggered input flux ( a  few nanosecands 
duration time), they were able to observe primarily only those output pulses corre- 
sponding to a single input photon. ( They observed nothing, of course, for most of the 
observation time intervals .) 
Probably the most surprising results of these experiments was the Poisson- 
type (peaked) output pulse height distribution which were obtabed on all tubes tested. 
Previous to these tests, the consensus of opinion, based on non-triggered tube tests 
was that the distribution was exponential (i.e. non-peaked), Here, then, was a tool 
(triggered light source, gated analyzer ) which might serve as a useful tool for in- 
vestigating the counting properties of our own MPTs s. Ia particular it might prove 
useful fop: 
a. Investigating the source of the unexplained tail of the single 
electron distribution for small pulses, and 
b. DetermiQing whether or not satellite (after-) pulsing is occurring. 
To accomplish this was comparatively easy, since ITTIL has a suitable tkig- 
gered fast light source (about 1 to 2 ns duration, 30 to 300 hz repetition rate) custom 
built for us by Edgerton, Germeshausen & Grier ,  Inc., which was in routine use for 
monitoring the transit time and transit time spread of our fast MPT' s Figure 1 
shows a block diagram of the test configuration which was assembled, combining 
this fast triggered light source with our analyzing equipment. 
1 R. F. Tusting, Q. A. Kerns, and H. K. Knudsen, "Photomultiplier Single- 
Electron Statistics, ? *  IRE Transactions on Nuclear Science, volume NS-9, 
number 3, pages 118-123; June 1963. 
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The light source consists of a sealed enclosure, flushed with dry nitrogen, 
which contains a high frequency triode vacuum tube with the grid normally biased to 
cutoff. When the grid is pulsed on the tube conducts and discharges an R-C network 
in the cathode circuit producing an arc between a polished spherical electrode and a 
prepared in much the Same manner as that used in field emission 
phototube under test sees the light through a pair of crossed 
polaroids for variable attenuation while the rise time of the light pulse is monitored 
by an ITTIL FW128 diode, which h s a rise time &at is short with respect to that of 
the light pulse. It should be rn ed, however, that this particular aspect of the 
equipment is not rtant for the work reported here, since the diode output is used 
only as a trigger 
monitor the light and the diode cath de current pulse s that they may be adjusted for 
optimum amplitude and rise time. 
for the 547 osei koscope. The sampling scope serves only to 
The dashed lines indicate an alternate arrangement where by it was hoped to 
be able to gate the multichannel analyzer at some fixed time interval following a multi- 
electron pulse in order to determine if there was  a definite time relationship between 
the multi- and single electron pulses. Matching output and input pulse requirements 
a s  well as obtaining the proper gating delay time, proved to be a problem with the 
equipment available and will require further effort in order to obtain the desired data, 
Upon setting up this equipment it was  soon discovered that each triggered 
multielectron output pulse (from many input photons in a group) was accompanied by 
satellite pulses, a s  shown in Figure 2. 
A f t e r  much experimentation, it was determined that 5 to 20 percent of the 
"true" electron pulses (in the main pulse) were accomplished by one or more after- 
pulses, delayed by about 1 to LOOpsec, The presence of such a large number of 
afterpulses would be serious for any single electron counting application since it 
would cause an apparent increase in quantum efficiency without a true increase in 
utilization of input quanta. Furthermore, the mechanism of such afterpulsing would 
have to be understood if tube design were  to be improved. 
Several mechanisms, known to be possible, were postulated and checked: 
a. Visible fluorescence of the dynodes, especially in the anode 
region, leading to delayed feedback (delayed as a result of 
fluorescent decay time constants). 
b. Gas ion feedback 
c. Circuit (analyzer) misbehavior 
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d. Soft x-ray fluorescent mechanisms 
e e Insulator charging effects 
Af te r  considerable experimentation it was finally determined that the light 
source itself (spark in dry nitrogen gas) was apparently showing residual luminescence, 
rather than MPT afterpulsing, While this possibility was not definitely confirmed 
observation of the output pulse from the FW-128 photodiode showed a pulse of about 
one-tknth the amplitude of and immediately following the main pulse. This effect was 
taken as a strong indication that there was, indeed, a problem with the light source. 
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2 . 0  AFTERPULSING INVESTIGATION 
To further investigate the po~s ib i l~ ty  of after pulsing in the multiplier phototube 
the equipment shown in Figure 3 was assembled. This arrangement eliminated the need 
for the triggered light source used previously. 
A low intensity light source was  used to excite single photoelectrons from the 
photocathode of an FW129 MPT, with a 14 mil IEPD2, at a rate Q€ ab ut 1000 per second, 
These pulses are processed by the preamplifier and fed to the input f the multichannel 
analyzer (MCABand the 547 oscilloscope, These pulses trigger the sweep of the oscillo- 
scope and initiate the variable delay pulse which is applied to the coincidence input of 
the MCA. The MGA then analyzes only those pulses that follow the main single electr 
pulse by the preset delay time. Hn this experiment, the delay time was variable from 
0 to 10  microseconds. The 541 oscilloscope is used to monitor the delay time. 
Figure 4 is a plot of the single electron spectrum and dark count distribution 
for this tube, with the delaying pulse control set at zero. Figure 5 is a group of dis- 
tributions obtained for delay times of 1, 2, 3 and 4 mlcsosecsnds, Delays of longer 
duration do not mation. The low total number 0f counts for 
this data is an Insufficient counting time. 
The distribution of these pulses is quite normal and show peak locations com- 
parable with that of Figure 4 with the p 
€his distribution, there are about 10 ti 
are in the re of the peak. While it is not possible to say with a high degree of 
se are indeed due to afterpulsing, there has been reported by Smith3 
afterpulses with a delay time of 300 to 400 nanoseconds which may be attributed to Ha 
ions, It remains to be shown that the observed pulses a re  in fact due a similar cause, 
While this experiment was being conducted, a sharp increase was noted in the 
number of pulses in channel one at a delay time of 4 mioroseeonds and longer, It was 
further noted that the number of these cod~~dentlgafterpulseEa" was nearly the same as 
the total number of single electron pulses, Afte 
it was discovered that there was  positive overs a p p r ~ ~ m a t e l y  0. 015 volts in the 
main pulse, as it appeared at the output of the lifier which occurred at 4 micro- 
seconds with the dec 
point why such over 
is not bipolar. The 
and the .main pulses 
problem, and the one described in the previous section, may be a dd 
problem which is neither pertinent to nor within the scope of this o 
2 Instantaneous effective photocathode diameter- 
3 
stiga%ion of %his 
ntinuing well past 10 microseconds, It is not apparent 
in channel one, especially since the analyz 
ence, however, between the number of these "afterpulses" 
ess disturbing, It appears that the resolution of this 
- 
H. M. Smith, Jr, , P h o ~ o m u l t i p ~ ~ e ~  Inv stigation C ntract AT(3 0-1 1-3421 
RCA Laboratories, Princeton, N, J. 1966. 
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3,Q MATERIALS HMVESTHGATION 
3.1 Alkali Metals Used in Cathode Formation 
Et has been reported earlier' that radioactive particles impinging on the photo- 
cathode entrance window gave rise to multielectron pulses due to flourescence in 
the entrance winds 
cathode was initiated 
A brief search i 
o be worse in the ca 
problem namely that 
In view of this, used in the cathode 
rodt reagent grade were 
at 1450 volts;. 
The output of the Geiger 
In this test configura as 40 to 50 counts in 
minute interval. 
the isotope, A 
8054 multiplier 
for a IO minute 
resulting spectr ight, The peak near the 
center of the s 
photon energy for 
tion counter is admittedly a rather crude arrangement, when compared to commer- 
cially available systems, the relative location of the two photo peaks in Figure 6,  does 
sa$m to give clear evidence that &o is a constituent of the material used in our S-20 
photocathode processing. 
t logical step was to identify 
This equipment was operated 
is L46 Mev while 
A solution to this problem is, however, not easily attained nor is it known to 
what extent this possible source of multielectron pulses is at fault for the large pulse 
behavior of some ITTIL tubes. Isotopically pure K39 is available only in very small 
quantities as a byproduct of mass spectrometer separation pyocesses and is therefore 
quite expensive appronsimately one dollar per milligram, a cost most phototube users 
would find prohibitive. 
No such problem was found in the sodium chromate or  cesium chromate also 
used in photocathode processing, 
4 Final Report NASw-1058 Research in the Development of an Improved 
Multiplier Phototube Nov, 16, 1966, 
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Figure 6 
Composite K4' and C E ~ ~ ~ ~  Gamma Radiation Spectrum 
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3.2 Faceplate Materials 
Performance of multiplier phototubes in cosmic ray and other particle flux 
environments has already been reported5,G- Bowever, the performance of materials 
and specifically, the relative scintillation rates of faceplate materials may be an 
important consideration in phototube design for specialized environments which cannot 
be determined from the reports. Moreover, the significance of scintillations may be 
great even for a nominally radiation-flux-free environment: potassium 40 is an 5-20 
photocathode constituent; it decays and produces a redidual flux. 
Scintillations were measured for the four (predominantly gamma) radiation 
sources and seven faceplate materials shown in Tables I and 11. 
calibrated source, was used by itself and together with a 3/64 inch aluminum shield, 
Without the shield the cesium source emitted 2.7 x lo6  gamma per minute. 
the only 
An FW130 multiplier phototube which had a 0,350 inch diameter effective 
photocathode and 330 k 35 dark pulses per second (at 80 to 90 percent counting efficiency: 
was used to count the scintillations; its photocathode was an S-20 type of 180 pa/lumen 
luminous sensitivity deposited on a 0. 080 inch thick 7056 glass faceplate. 
For each radiation source a sequence of measurements was made in which the 
faceplate materials were  successively interposed between the source and the phototube 
window. Intermittent determinations were made of the pulse rate which occurred when 
only the radiation source was positioned on thb phototube window. A l l  determinations 
were  made over 0 , l  minute live time interzrals, at 80 to 90 percent counting efficiency 
and without illuminationjbut are reported simply as  pulses per second. Representative 
pulse height spectra are included as Figures 7 and 8. 
Generally, the gamma sources produced a marked increase h p u l s e  rate for 
the FW130 multiplier phototube. The normal dark count (330 counts/second) may be 
compared to the ,"reference" {the radiation source present) levels shown in Table 1116. 
The pulse rate observed with a gamma source close to the tube decays to the normal 
dark count rate (within 5 percent) in about 5 minutes after the source is removed. 
The origin of radiation induced pulses is unclear: perhaps gamma or other particles 
interact with the multiplier or  directly, with the photocathode as well as scintillating 
in the faceplate or walls. 7 Another mechanism which has been proposed is soft x-ray 
production at the metal aperture cone followed by electron emission when the x-rays 
strike the dynodes. 
5 
6 C. Wolf, App. Opt. Vol. 5, No. 11, 1838 (1966). 
7 
A. T. Young, Rev. Sci. Instr. Vdl. 37, No. 11, 1472 (1966). 
A. J. Favale, F. J. Kuehne, and M. D. D'Agostino, IEEE Trans. Nucl. 
Sci. , NS-14, No. 6, 190 (1967). 
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Source 
cs137 
Table I Radiation Sources 
Radiation Emitted 
Y, P- 
Cs137 + 3/64” A 1  
Cd log 
c o  60 
Table 11 Faceplate Materials 
Material 
fiber optic 
9741 
7 056 
fiber optic2 
1 
quartz 3 
4 quartz 
sapphire 
1 pv transmitting 
2 non-av-transmitting 
3 fused 
.4 crystalline 
y ,  (x-rays?) 
Y 
Y ,  8- 
Thickness (In) 
0.100 
0.080 
0.080 
0.125 
0.055 
0.050 
0.050 
Channel Number 
Figure 7 3-5 
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Table IHI Measured Pulses Per Sec 
reference 
reference 
reference 
9741 
reference 
ref erenc e 
fiber optic2 
reference 
refer enc e 
quartz3 
reference 
reference 
7 056 
reference 
reference 
reference 
reference 
sapphire 
refer enc e 
quart& 
Multiplier C~mting Efficiency 
c,137 C,137 + AI 
41 54 472 
1684 344 
4316 451 
4316 467 
3941 445 
4587 472 
4316 467 
2759 487 
4587 472 
4587 455 
4538 427 
4521 467 
4587 43 9 
3540 401 * 
4521 455 
6251* 987( ? )* 
6237" 505" 
6714" 1017(? )* 
4587 464 
26302 2265 
4521 439 
ea109 
34414 
23972 
33651 
32292 
28187 
34414 
33802 
14285 
33184 
32812 
23946 
28011 
32812 
19935 
28011 
29659 
20142 
33902 
28047 
61650 
33221 
Co6O 
1245 
954 
1307 
92 0 
786 
2612 
916 
722 
920 
727* 
701" 
684" 
1060 
1372 
1221 
754" 
610" 
727" 
1221 
3646 
858 
s 
* Analyzer and phototube gain were changed, eo pulse rates are not 
readily comparable to others in table. 
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Sapphire scintillates strongly in gamma radiation fluxes. This conclusion is based 
upon the high pulse rates observed and the assumption that no anode pulse-producing 
gamma interactions other than scintillation take place in large numbers in sapphire. 
In fact, for cesium 137, the number of scintillations counted was  of the same order 
as the number of gamma rays emitted. This pulse rate, too, decayed as a function 
of time upon removal of the gamma source. 
While the gamma sources themselves produced increased pulse rates, inter- 
position of sample faceplate materials, other than sapphire, resulted in attenuation 
of the pulse rate as much as 50 percent. Some short-comings of the test method 
make actual attenuation by the material doubtful, however. The distance from the 
source to the phototube window increased whenever a sample material was interposed. 
This may account for the lowest pulse rates being registered for the thickest (fiber 
optic) faceplates. 
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4.0 (=OUNTHNGFFICIENCY 
An important consideration in the use of a multiplier phototube as a photon 
counter is the determination of its effective counting efficiency. For some time, it 
has been the practice in this laboratory to specify a tube capability in this regard for 
certain tubes in terms'.*of the permissible numbexr of dark count above a point equal 
to 28 percent of the single electron peak of the differential pulse height distribution 
curve. The st ent of this informati s not indicate the efficiency 
with which the ode not withstanding the will count single ev 
vely easy to determine. On the other hand, the counting efficiency 
calculation, though not difficult, to make on a routine basis for a 
pilot production run of tubes. For these remons, it was  decided to make an effort to 
comelate counting efficiency with some bias discriminator level loeation on the differ- 
ential pulse height distribution in terms of a percentage of the single electron peak 
location. In order to accomplish this, a, group of tubes with differing photocath 
types and instantaneous eff eetive p h o ~ o c a ~ o d ~  diameters (IEPDb) were select 
standard tubes on which differential pulse height spectra. had been run, The spectra 
were plotted on linear graph paper (Figure 9 through Figure 13) with each small 
division of ithe abscissa corresponding to one channel, but also divided into single 
electron pulse amplitude units. The distributions we  lated back to zero, 
as predicted by Poisson ~ ~ t i s ~ i ~ s ~  and a. numerical 1 
information, the counting efficiency curves were compu 
and plotted on the pulse height distributions. Inspection of these curves yields the 
point of 60 percent of the single e" spectrum peak yields a satisfactory coqnting 
efficiency figure of 85 percent. Our previous selecti n of 20 percent for the operating 
bias point may therefore be considered a5 too conservative, i. e. leading to too high 
dark counting rate. 
4.1 Light Source Calibration 
n performed. With this 
intervals of five channels 
in Table Tv. This indicates that, for the purpose of routine tests, a bias 
The concept of using a radiation detec Q count individual input quanta (upon 
which the present contractual effort is based) uces, almost automatically, the 
concept of %ounting efficiency", This counting efficiency is j t the ratio of recorded 
output counts to the number of input quanta for a given observ on time. It differs 
m the ordinary concept of "quantum-efficiency" as applied to photodiodes and photo- 
cathodes in that quantum-efficiency' as usually defined is computed from average rate 
of photocurrent flow measurements (for example using ammeters) rather than using 
true counting registers, 
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Table 
FWll8 No. 116616 
FW130 No. 126603 
FW130 No. 026716 
FW130 No, 026723 
0.. 014 
0,350 
0.100 
0.250 x 0.019 
0,350 
Average % of Single e-Peak 62% 
85% 63% 0 @ 24°C 
85% 59% 3 @ 70°C 
85% 60% 7 @ 24OC 
85% 62% 6 @ 24°C 
85% 65% 890 @ 24'C 
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Thus, in evaluating a radiation detector as a quantum counter it would be highly 
advantageous to devise a means by which the counting efficiency could be measured 
directly. In general this involves the far-from-trivial problem of generating a flux 
source of known properties at a sufficiently low-flux level (usually less than lo6 
photons/second) so that accurate counting of the output pulses from the detector can 
be made without accidental overlapping of pulses. 
The general test configuration we  have selected for this purpose is shown in 
Figure 14. 
In use, the number of counts, N, recorded by the counting register for an 
observation time, T, is recorded, and the counting efficiency, E, for the wavelength, 
A, computed from: 
N E =  
F A  
where FA is the known rate of quanta production from the test flux source. 
4.1.1 Calibration Principles 
Without discussing in detail the many possible methods of determining th 
magnitude of the test flux level, FA, the particular procedure we have followed can 
be outlined as follows: 
a. 
be 
C. 
Measure the quantum efficiency of the photocathode of a suitable 
MPT tube at sufficiently high test flux levels so that conventional 
equipment can be used. (Linearity of cathode response is assumed). 
Measure the differential single electron pulse height distribution of 
an MPT showing the highest possible peak-to-valley ratio, a low 
dark counting rate, and a Poisson-derived pulse amplitude 
distribution. 
Predict the absolute counting efficiency of the multiplier section 
of this tube (all sections following the photocathode) based on an 
extrapolation of the single electron differential pulse height 
distribution to zero amplitude (see Figure 15a) or  on an extrapola- 
tion of the plateau of the corresponding integral pulse height 
distribution to zero amplitude as in Figure 15b. 
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if3 assumed absolute c .ran&hg e f ~ i ~ ~ e n ~ ~  can then be used to determine the 
The kow light level source which has been used at IT 
was modified by inserting an i n ~ ~ ~ f e r e n ~ e  ass filter at 600 nm 
roximate c ~ ~ ~ b H " ~ t i ~ n  of-a test fl
using in FW130 multiplier pho tube as a transfer a s t ~ ~ ~ a ~ d ~  from a Leisas and at filter 
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The FW130 used was No. 106702 which has a 0.350 inch diameter effective 
photocathode and a eathode luminous s&lhBitivity of 175 pa/lumen. The photocathode 
spectral response (Figure 1719 determined from the Leiss and filter indicates a 
photocathode quantum efficiency of 8.2 percent & 0.4 percent at the peak wavelength 
of $he filter (600 nm). 
Signal plus dark and dark pulse height distributions were 
1 minute live counting time and were used to compute signal differential and integral 
cating that a pulse height bias discri 
of peak would be channel 15. A dark pulse rate of 225 Et. 30 counts per second was 
observed at this bias level. The number of signal counts per second and the approxim 
multiplier '9t31"ue counting efficiency" (also at 60 percent bias) were determined to be 
211 counts/smond and 86-0 percent for the chosen flux level. 
flux level was  also calibrated: signal 3606 counts/second and 80.2 percent for the highel 
level. The p d s e  height spectrum is shown in Figure 19. ) The probability p(o) that a' 
photoelectron which strikes the first dynode will eject no secondary electrons for a 
s ilver - magnesium surf ac and a 230 electron-volt incident energy has been determined 
by Bay and Papp8 to be ut 2. 8 percent. A 200 volt image section voltage was used 
and so the above l s  a r nable approximation. The true multiplier counting efficiency 
corrected gram above by mul plying by (1 - p(o) ) 9  is 83.6 percent (77.9 percent for 
the higher flux level). 
s (Figure 18). The signal ential peak occurred in channel 25 indi- 
level nominally chosen equal to 60 percent 
(A second and higher 
The overal 
and 6.4 percent an 
0.0963 ern2 effeotive cathode area or 3226 and 5850 photons per second per cm2* 
ing efficiencies may be easily calculate to be 6,8 percent 
e the light fluxes are 3106 and 5634 ph ns per second for the 
The procedure indicated above a l l o ~ s  
nting abilitie 
es to be ranked re1 
ore than that it places proper No. 106702 in $heir quantum c 
emphasis upon $he critical role of the dynodes in producing a peaked'signal differential 
pulse height spectrum, a spectrum which may be validly extrapolated as in Figure 1% 
or 15b, and in affecting the overall counting (or quantum) efficiency of a multiplier 
phototube. 
8 IEEE Trans. on Nucl. Sci, NS-11, No. 3 (June 1964) 160. 
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5.0 SPECIAL MULTIPLIER TYPES 
There a re  certain other multipliers, with special characteristics, which have 
been developed by ITTIL but which may also be useful in photon counting applications, 
Of these special types, two tube types were tested, the F4034 fast rise multiplier 
phototube and the F4036 electron multiplier. 
5.1 Fast Rise Time Multipliers 
The F4034 is a ten-stage multiplier phototube with a focused multiplier rather 
than the box and grid type used in the FW130. It has an image section ahead of dynode 
one which has been modified so  that electrostatic focusing of the electron beam is 
possible, The anode terminal is a 50 ohm coaxial connector brought out at the center 
of the tube base. A photograph of the F4034 is shown in Figure 20, These tubes are  
capable of delivering high current linear output pulses, with a rise time of the order 
of 1 nanosecond, into 50-ohm loads. They are  also capable of detecting light sources 
pulsed at very high frequencies. Typical output characteristics for the F4034 are 
shown in Figure 21. Because of these characteristics, it seemed advisable to investi- 
gate their statistics for possible use as high speed single photon counters, As such, 
they would have a markedly increased dynamic range for the input photon rate level, 
Figure 22 shows the voltage divider used for rise time and anode response, 
The configuration of the divider was the same for all tests. In particular, the deter- 
mination of rise time requires that the anode be operated at a more positive potential 
than the accelerator grid and that the dynodes be bypassed in order to avoid space 
charge limiting of the output current and to achieve optimum frequency response. 
Other standard tests such as ENI, and dark current do not require the dynode bypass 
capacitors and external anode bias. A pulse height distribution for single electrons 
from the photocathode of F4034 No. 086702 is shown in Figure 23. The total dark 
count for this tube was 184 counts in 6 seconds. If the method described previously 
(page 4-1) for determining the dark counting rate at counting efficiency of 85 percent 
is applied, it will be seen that there are  just seven dark counts per second. 
A contradiction exists between the data for this tube and a similar tube 
(No. 056706), still undergoing evaluation, in that comparable dark counting rates are  
obtained for both tubes with quite different focus potentials. The focus electrode of 
Tube No. 056706 was operated at -21 volts with respect to cathode while for Tube No. 
086702 it was operated at cathode potential even though the optimum focus potential is 
about -20 volts with respect to cathode, for 2500 volts overall, as indicated by maxi- 
mum anode responsivity. Figure 24 is a curve showing the variation in total dark 
counts for Tube No. 086702. This data indicates that when a voltage is applied across 
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Figure 20 F4034 
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Pulse Response F4034 Serial No. 086702 
Voltage Divider - - - - - - - - - - - See Figure 5 
Divider Voltage - - - - - - - - - - 3400 
270V Anode Bias - - - -. - - - - - - - - - 
Horizontal Calibration - - - - - 1 nanosec. /cm 
Vertical Calibration - - - - - - - 1 volt/cm 
(Photomultiplier output only) 
First Trace - - - - - Spark Gap viewed with F4014 ultr 
ohotodiode 
fa t 
Second Trace - - - - Spark Gap viewed with F4034 S/N 086702 
5-3 
Figure 22 
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the gap between cathode and focus electrode a discharge is produced which emits 
eleotroythatfind their way into the multiplier. Such a diwharge is not difficult to 
explain since the two electrodes are formed from a hickel evaporation on the glass 
wall of the tube. This evaporation is cut by a fine high pressure jet containing an 
abrasive. This "ragged'' cut may act as a sponge for alkali metal vapors ,which 
might furtherxompound the difficulty. 
The fact that the dark count is higher for a negative potential must certainly 
be due to the fact that photon and thermionio eleotrons are emitted from the cathode 
materials deposited on the focus electrode, an inevitable consequence of the photo- 
cathode formation process. These electrons would, of course, be surpressed when 
positive potentials are applied to the focus electrode. 
Following the tests described above, some further tests on Tube No. 056706 
were  performed to determine what might account for the differences in the focus 
characteristics of the two tubes. It was  discovered that there is a serious unstable 
leakage internal to the tube which causes the potentiaI: difference between cathode and 
focus electrode to vary widely. This was first noted when the anode response was 
being remeasured and the output was  observed to fal l  off slowly. Subsequent observa- 
tion of this change with a meter connected to focus electrode ehowed voltage excursions 
of as much as 10 to 15 volts. Since no means for continuously monitoring this potential 
is provided in the pulse counting equipment, it would appear that the low dark counting 
rate and good signal distribution showh in Figure 25 for Tube No. 056306 might well be 
due to a change in the focus electrode potential. The foregoing data seems@ indicate 
that the focusable image section in these tbbes does indeed contribute to the dark 
counting rate, It is interesting to note, however, %hat he tube described is capable 
of good statistics not withstanding the lack of optimum focus potential, a fact already 
demonstrated by the premium performance of &he FW series of ITTIL multipliers. 
5.2 Windowless Multipliers 
A second tube type tested was the 16-stage multiplier designated F4074. 
This device is intended to be used in such applications as the short wavelength radia- 
tion detectors or in mass spectrometers where ions impinge directly on the secondary 
emitting surface of dynode one. Structurally, these multipliers have the voltage 
divider supported directly on the multiplier assembly so that the only connections 
required are to the high voltage supply w d  an appropriate anode output signal lead to 
a meter or counting circuit. The particular unit tested was a modified version of the 
standard F4036 in that the dynode support plates were @paced so that the ends of the 
dynodes are approximately 1/8 inch away from these insulator surfaces. This was 
done to reduce the. possibility of stray electrons reaching the insulator surfaces and 
producing charge patterns that would further distort the electron trajectories and 
produce"additiona1 stray electrons. h addition, the fine wire grids used in front of 
3 - 8  Figure 25 
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the dynodes were replaced by photographically etched nichrome mesh. The dynode 
material remains unchanged; namely beryllium copper, and the same type resistors, 
1 megohm 1/4 watt glass enclosed resistors are used for the volta 
fully guarded anode structure is .also 
eyelet through which a wire is sealed 
Theeyeletbody and a tab protrudes through the dynode support plate and the tab is 
,welded to the g und terminal of the voltage divider 
divider. The 
ntained. This consists of a glass filled 
t as both a support and lead for the anode. 
Figure 26 is a photograph of this multiplier removed from its evacuated glass 
shipping container. 
The teats to be described were made with the tube mounted upright in a 
shielded enclosure, high negative potential applied to dynode one, and the entrance 
aperture. The anode could be connected either to a microammeter or to a pulse 
amplifier for pulse counting. Since a 9741 glass window is used in the end of the 
envelope, it is possible t 
a quartz envelope (Pen-Ray Model 11 SC-1A) with a s  output largely at 253.7 nanometers. 
light source to excite dynode one as a photocathode. 
es used for this purpose was a low pressure mercury discharge lamp in 
6 Measurements show this multiplier to have a gain of 1 , 5  x 10 at 2600 volts and 
a dark current of 3 . 2  x lo-"* Gain measurements are performed with an electrometer 
in dynode one lead to measure D1 output current and a microammeter in the anode lead. 
There is, however, a difficulty which has not yet been resolved with regard to 
determining dynode one current. It does not seem to be possible to change the overall 
voltage, for the purpose of obtaining a gain curve, without changing dynode one current 
even though the light input is held constant. A saturation curve was  plotted using the 
aperture as collector. The results were quite predictable with complete saturation 
occurring at about 60 volts. This, however, is not fie normal mode of operation but 
a special tube will  be required with a lead from dynode two available to obtain this 
data with dynode two as the collector. 
The statistics of the multiplier when excited with UV radiation of the wavelength 
mentioned above are shown in Figure 27. A peak-to-valley ratio of 1 . 2  was  obtained 
with a total dark count of 7 per second. The positioning of the light over dynode one is 
quite critical and the intensity must, be reduced by means of several thin glass cover 
slides or pieces o€ cellophane. It is also essential %hat an aperture be used to confine 
the input radiation to a restricted area of the first dynode. 
Failure to observe these precautions can result in the complete loss oE the 
Poisson type statistics shown in Figure 27 and an exponential distribution will result, 
These facts  indicate again the critical nature of the region about dynode one with 
regard to the ability of a multiplier to function as a single event counter. 
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Multiplier Phototubes wiih Remotely Processed Cathodes 
Perhaps the most promising approach to producing an improved multiplier 
phototube is the processing of the photocathode before sealing it to the tube envelope. 
This results in a clean, cesium free tube interior and freedom from the problems 
associated with this contamination. Cesium of the multiplier may produce some 
contamination of the tube interior though this process allows more rapid removal 
of excess cesium than the standard process, It also provides an opportunity to form 
a group of cathodes, and select the best for the tube under construction. 
While neither the technique nor the equipment for accomplishing this task 
were  developed on this project, i t  seemed appropriate to adapt the process, developed 
at ITTEL, to a particular tube geometry which is suitable for astronomical detection 
purposes. The two major requirements are small tube diameter, 1 inch o r  less, and 
as large an effective photocathode, in that diameter, as possible. 
The F4075, see Figure 28, is 1 inch in diameter, has a standard JEDEC 13-B, 
13 pin stem and'the possibility exists that a 0.5 inch diameter cathode, can be obtained 
while maintaining the unique features of the ITTIL multiplier phototube image section 
design, This latter qualification will require the development of an image section with 
a magnification of 0.1,  to be used in place of the present designs which have a 
magnification of 0-7 or 0.4, 
Four tubes of this type have been built, the first of which was a leaker and 
was subsequently disassembled. The other three have been tested though one had a 
cathode of low sensitivity due to defective alkali metal generator. This tube functioned 
so poorly that test data was  not obtainable. 
Each tube has a fused silica entrance window on which the photocathode is 
formed. This type of faceplate gives UV response and minimizes sensitivity to high 
energy particle bombardment. The electron multiplier is a 16 stage device with a 
voltage divider between dynode three and twelve welded directly ts the dynode tube 
on the multiplier support plates. 
The inclusion of a portion of the divider in the envelope allows the use of the 
standard 16 stage multiplier in a 1 inch blank with a 13 pin stem. 
,The photocathode of these tubes conforms closely to the S25 response shown 
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The obvious advantage of increa 
between 800 and 950 nanoameters, with 
is accompanied by increased life at a given cathode curre  ensity, a higher peak out- 
put current without field distortion or defocusing, thermi dark noise comparable to 
the 520 cathode and it is adaptable to multiple refleetion optical trapping for further QE 
enhancement. 
quantum efficiency of the 525 photocathode 
minimal decrease in peak quantum efficiency 
Figures 30, 31, and 32 are the spectral response curvee for F4075 106702, 
116701, and 116702 respectively. In Figure 29 the crosses indicate the effect of cooling 
to -30 degrees C. It is expected that even closer agreement with the typical 526 curve 
will be obtained when more samples of this type tube have been constructed and pro- 
cessing techniques have been refined. However there does exist a potential difficulty 
associated with the quartz faceplate. Quartz is known to be semi-permeable to helium 
and the leak rate ratio of quartz as compared to 7052 (borosilicate) glass is about 
100 times. 
A test program has been initiated in this laboratory to investigate the effect 
of helium diffusion on tubes in standard 7052 glass envelopes, stored in a helium 
atmosphere. However , it is not certain that significant results w&F& ,forthdoming 
during the course of this contract. 
Several tubes with quartz envelopes, which ham bs 
were tested to determine if their characteristias h& 
be found that they were in any way leas senaithe or- 
built. This would seem to indicate that h e l f w  &&a 
limitations on the life of such tubes but q ~ ~ ~ ~ ~ i v ~  data i s  not; available now 00 
substantiate such a conclusion. 
Figures 33 and 34 are the d-c characteristics for tube numbers 106701 and 
116702, Both tubes have similar gains, the dark current curves, however, have very 
dissimilar slopes indicating that the dark current for 106702 is primarily ohmic leakage 
which is not affected by the gain of the multiplier. Figures 35 and 36 are the pulse 
height distribution for the same two tubes; the upper curves are the signal plus dark 
count distributions and the lower curves are dark counts only, Both tubes have good 
peak to valley ratios of about 2. 
c 
The lower dark count for 106702 is due to its smaller effective photocathode 
area, which is approximately one tenth that hf 116701. 
Both of these tubes have been c o ~ s i ~ ~  to Lick Observatory, where they will 
be considered c&m -use as ~ ~ ~ ~ ~ ~ d ~ t  ounting applications. Tubes 
previously built for this purpose an lier contract exhibited 
9 Final Report - Res 
Phototube Contract 1038, November 16, 1966. 
in the Development of an Improved Multiplier 
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occasional puIses of large amplitude which in our equipment, appeared to be equal to 
many electrons. In the equipment at Lick Observatory, however, these pulses were 
resolved into their component single electron pulses because of the high resolution 
pulse processing circuits. This behavior is objectisnable, especially at low counting 
rates. Though this difficulty does exist to a certain degree in all glass tubes, a large 
portion of this problem was found to result from the use of sapphire windows to extend 
the cathode response into the UV. 
Tests showed that sapphire (ultrapureAl2 03) is an efficient scintillator which 
is easily activated by cosmic radiation and residual radioactivity in the tube itself and 
the local environment. 
Preliminary test at Lick shows the first of these new tubes (0.100 inch IEPD) 
to be comparatively free of these multiple-electron pulses. The second tube (0.350 
IEPD) is still being evaluated. 
Cooled data was taken on only one of these tubes after the tube cooler was 
modified, Earlier data was unreliable due to poor temperature control and lack of 
thermal contact with the tube envelope. 
This new tube type lacks one desirable feature of the standard FW130 design 
in that the aperture electrode is now sealed into the glass envelope thereby interposing 
a light stop between the photocathode and the multiplier section of the tube. Whether 
or not this fact will detract from the operation of the tube is not yet known and any 
decision as to the advisibility of a design change .in the F4075 to include this feature 
will  depend on the results of further evaluation. 
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6.0 ANALYSIS OF STANDARD ITTIL MULTIPLIER PHOTOTUBE DATA 
The objectives of this data compilation and study were the determination, and 
comparison of ITTIL FW130 characteristic parameter values in analog (dc) and digital 
was the reappraisal of tube specifications pertaining to these characteristics. The 
procedure followed was tabulation of available data on a large sample of FW130 tubes, 
with rejection of data on tubes for which only d-c data was available but retention of 
data whenever pulse-counting had been attempted even if performance had been un- 
satisfactory in the pulse counting mode. 
(single - electron- 10 pulse count) modes of information processing. A companion purposf 
The collected data appears a s  Table V. Cathode sensitivity was measured with 
the tube in a diode configuration; all other parameters were measured at  the anode, 
with standard divider potentials. The d-c parameters (anode dark current, operating 
voltage, and equivalent noise input) were recorded for a constant anode responsivity 
of 2000 amperes per lumen. Other parameters were recorded for the designated 
operating voltage or  responsivity at which data was available. Three dark current 
measurements appear in Table V and require explanation. The first and third a r e  the 
usual dark current at 1800 volts and 2000 amperes per lumen respectively; the second, 
%W300 volts K@D2n99 denotes a dark measurement made a t  1800 volts with the cathode 
raised to the potential of the second dynode. This potential is positive with respect to 
the first dynode, and the dark current so measured is an indication of leakage across 
the stem and dynode thermionic emission. 
Pulse count data had been determined at a common 1800 volts, but is readily 
compared to its d-c counterparts a s  the number of significant pulses is not generally 
voltage sensitive. "Total pulses per second" is the number above a small and undeter- 
mined bias.leve1; this parameter is voltage sensitive and not very significant. The 
"80 to 90 percent C. Eff. 88pulses per second are those measured with a pulse-height 
bias level adjusted so that approximately 85 percent of the single electron pulse$Oare 
counted. The proper bias level is determined for each tube from its differential pulse 
height distribution with a light input. It is set at 60 percent of the peak. "Total pulses 
K@D2" should be analgous to the corresponding dark current. This information, how- 
ever, is useful only qualitatively as it is measured at  the undetermined bias level. The 
"peak to valley ratio" is of the light input differential pulse height spectrum. A criteria 
used requiring at least a peak-to-valley ratio.1.1:1.0 to set the 80 to 90 percent bias 
level provides assurance that the tube is operating properly. 
10 The term "single electronst used herein refers to the triggering charge 
input to the first dynode. Al l  countable output pulses contain many 
electrons, normally between lo6 and 10 8 . 
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For the purpose of a comparison between dark counts and dark current, an 
r IT' 
vlobserved single electron dark current'', Io, was defined at  1800 volts and extrapolated 
to 2000 amperes per lumen. 
At 1800 volts: 
- 
'0 1800 volts 'dark 1800 volts 'Idark K@D2 
At 2000 amperes per lumen: 
The quantity Io 2 ~ 0 ~  
some multiplier contributions. 
is the dark current corrected for stem leakage and, perhaps, 
Next, a calculation was made of the dark pulse rate to which Io 2000 
corresponds. Setting Io 2000 a/l equal to Io in the equation 
where Pdc is the d-c signal gain and 
e is the charge of an electron 
A prediction, No, was obtained of the number of single electron pulses per second 
which has occurred. 
The measured (at 80 to 90 percent C. Eff. bias) anode pulses per second, N, 
and the predicted number, No, were normalized to the effective cathode area and 
plotted as the ordinate and absissa respectively in Figure 38. The counting efficiency, 
always less than 100 percent, relates the expected values of N and N,:O 85= N/No. 
A perfect correspondence between N and No would be observed in Figure 38 as 
all of the points lying on or near an "86 percent line." 
a. The predicted dark pulse rate, calculated from d-c parameters, 
is (on the average) greater than the actual, observed dark pulse 
rate. (Conversely, the d-c dark current is greater than the 
equivalent current resulting from single electron pulses. ) The 
average order of magnitude of this effect is a factor of two. 
b. The ion-pumped tubes display a better absolute agreement between 
d-c predicted and the actual measured counting rates. 
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Symbol Instantaneous Ef fec t ive  Photocathode 
Area (Cm2) Dimens ion  (Cm) (In) 
,0506 ,254 100 x 
C 
PREDICTED SINGLE ELECTRON PULSES 
PER CM2 PER SECOND 
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c. Better agreement for the other tubes might have resulted if d-c 
and pulse count measurements had been made nearly simultaneously; 
the discrepancy due to red sensitivity changes of the cathode and 
differences of temperature would have been eliminated. In addition, 
the use of pulse-count-optimized first and second dynode potentials 
in d-c measurements (rather than "standard potentials") would also 
reduce e r ror  
In general, the predicted dark count, based on d-c dark current measurements, 
is greater than the measured dark count, This was expected, and it indicates that some 
anomalously large or  small dark pulses a r e  occurring. Large pulses due to cosmic 
rays1% are to be expected, and small pulses due to such possibilities as dynode fluores- 
cence, dynode bypassing, etc. are also to be expected. The contribution of these 
lvspuriousl* dark pulses appears to be of approximately the same order of magnitude 
a s  the 'Itrue, single electron" dark counts. 
It should be emphasized that dark leakage current (measured with the cathode 
at D2) has been subtracted from the dark current used to predict dark count in Figure 
38. Examination of the data in Table V will allow a prediction of (greater) dark count 
if this dark leakage current is included. 
The spread in the values of actual measured dark count (per unit area) in 
Figure 38 suggests one of two possibilities. 
a. Comparatively large experimental measurement errors.  
b. Comparatively large variations in cathode thermionic emission 
(including operating temperature changes). 
Nevertheless it appears that the typical value of thermionic emission for 520 
photocathodes, as formed in FW130 multiplier phototubes is: 
150 0 +' 50 elect r ons/cm2/sec -1100 
Our specification of maximum permissible dark count of 100 c/sec for a 0.1 inch IEPD 
$20 photocathode (FW130 tube) may therefore be compared with an expected most 
probable value of ( 1500 ) ( 0.05) = 75 electrons/second, 
11 A. T. Young, Rev. of Sci. Jnsti. 37,1472 (November 1966). 
Cooled Data 
Low temperature operaaon of multiplier phototube is necessary to acquire 
maximum information at low light levels and to separate and identify sources of dark 
pulses, 
of tubes (Tables VI and VLI) was compiled. Typical values of the dark count at room 
temperature and at -70 degrees C are shown in Figure 39 with a simple extrapolation 
between. The FW130 exhibits a dark count reduction due to cooling of two to three 
orders of magnitude while the FW118 displays a reduction of about six orders. 
Measurements of count rates less than one per second were  not made. The technique 
and the apparatus used for cooling the tube, especially the photocathode, and for 
measuring the dark pulses have been detailed elsewhere12. Most pertinent is the fact 
that the phototube temperature was monitored by way of a thermocouple in contact 
with the faceplate. This arrangement facilitated accurate knowledge of cathode 
temperature only after thermal equilibrium had been reached. 
For these reasons FW118 and FW130 cooled data from a production sampling 
12 Final Report NASw 1567, pages 20-25, 70 Nov. 16, 1966. 
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Cooled Characteristics 
M O D E L  
'CO 
10 
1 
I -  
DATE 
1 -  
kec ip roc al Temperature 
Figure 39 
1 
1 o - ~  
6-9 
h b e  
{umber 
1 
2 
3 
4 
5 
6 
a 
8 
9 
10 
11 
12 
13 
14 
15 
16 
17 
18 
19 
20 
21 
22 
23 
24 
Temp. 
OC 
-a5 
-60 
-70 
-60 
-60 
-60 
-60 
-80 
-60 
-80 
-6 7 
-68 
-60 
-60 
-60 
-60 
-60 
-60 
-60 
-60 
-6 5 
-50 
-64 
-60 
TABLE VI[ 
FW - 118 Cooled Data 
A Production Sample of Tubes 
IEPD 
Inches 
100 
.04x. 40 
350 
a 75x. 08 
Dark Pulses/Sec 
Total 
Dark 
123 
2 
6 
a 
3 
1325 
5 
23 
11 
38 
10 
6 
519 
18 
a 
28 
92 
10 
2 
30 
54 
7 
1 
1 
@80-90% 
6 .  Eff. * 
4 
< I  
< 1  
< I  
< l  
1% 
c 1  
< 1  
2 
< l  
3 
< 1  
42 
5 
5 
< 1  
66 
6 
< 1  
2 
< I  
2 
< 1  
< 1  
Peak-to- 
Valley 
Ratio 
1 .6  
1. a 
1 . 4  
11.6 
1.4 
1.16 
1.6 
1.6  
1 . 3  
1,2 
1 . 3  
11.1 
1-2 
1.4 
1 . 5  
1 . 3  
1 . 5  
1.2 
1 . 3  
1.4 
1. a 
1.8 
2 . 2  
1 . 4  
Dark 
Current 
XIQ"1° 
0 .01  
0.803 
0 008 
2.6 
0 . 1  
0.14 
L40 
0.1 
1 . 2  
@80-9Q% 
6. Eff. 
$0 
< 20 
c 20 
20 
c 20 
218 
< 20 
< 10 
3 
< 2  
5 
< 2  
67 
8 
8 
< %  
10 5 
18 
< 2  
3 
s 3  
5 
< 3  
< 3  
* Counting efficiency (See page 4-11. 
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Seven special tubes built con this contract were evaluated, both as to their 
d - c and photon @ound;lng characteristics in order to see if these could be come 
and to determine if the design i ~ o v ~ t i ~ n  used held promise for improved performance. 
The approach used was modi ing the standard FW 130 phototube, The only non- 
standard feature of these tubes was a copper pumping ~ b u l a t i ~ n  connected to a one 
liter per second ion pump. This arrangement allowed evacuation to continue after a 
glass seal-off was made from the exhaust statim. After removal from the exhaust 
station, the ion pump was started and allowed to operate until the pressure was of the 
order of BO-'' torr. At this time volbge was applied to the multiplier a d  the cathode 
was illuminated to produce an anode current of 200 microamperes~ Drawing current 
from a multiplier always raises the gas pressure so  it was hoped that this aging 
technique would produce 8 tube with lower residual gas pressure due to dynode out- 
gassing, Pumping was continued in this mamen" until a pressure off the order of 
tors  was produced as indicated lay the ion pump current. A t  this point the tube and 
the ion pump were separated by pinching the copper tubulation. 
Measured and calculate characteristics of the seven tubes appear as Table VEL 
It should be noted that the anode responsivity and the cathode sensitivity were the only 
two parameters that could not be measured directly in- the pulse counting equipment. 
The same voltage divider was used in all ~ e a s ~ r ~ m e ~ t s  where a divider was 
required; and ather changes of test e ~ ~ i p m e ~ t  were avoided in order to eliminate 
possible error-producing variables. 
Two dark current ~ e a s u r e ~ ~ ~ t s  were aken, one with the cathode at its normal 
high negative potential and the other with the cathode at dynode two potential. In the 
latter case all emission from the cathode was suppressed leaving only leakage to the 
mode pin m d  dynode dark emission as S B M I P ~ E ? ~  of dark current. If the equivalent 
dark currents are calculated for the measured dark counts with the cathode biased to 
dynode two potential, it is seen t agreement to the same order of magnitude is 
found (except for tube Nos. 106703 and. 026831), TMs close agreement indicates that 
the anode guard ring in these tubes is quite effective in preventing anode pin leakage 
current from a ~ ~ e a r ~ ~ ~  in the output, 
For the first  four tubes, the data presented was taken at a comtant gain of 
6 5 x 10 
The applicable cathode sensitivity is the larger of the two numbers in that column 
and is the response of the c%thode to lu1nin0 s flux from a tungsten lamp operated 
at a color tempesat~re s f  2870 degrees K; second, and smaller, sensitivity value 
will be discussed in connection with data t presented later in this section. The 
gain for these tubes was measwed in both the dc and the pulse counting modes. The 
Gain is obtained by dividing the anode responsivity by the cathode sensitivity. 
actual Operating volta@3S e s t ~ b l i s ~ e ~  the basis of the CoE3ea& d-c @bin .Pdc 
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as  mentioned earlier. The, average gain (clpc) for the pulse counting mode was calcu- 
lated for each tube by the relation 
where Q = Cy, the product of C, the multiplier anode circuit capacity, 
- 
and v is the average pulse amplitude of the single electron output pulses 
(obtained by examination of the pulse amplitude distribution) 
The gain figures abtained by these two independent methods show fair agreement, 
though tube No. 106702 seems to differ rather widely even though a very good distribu- 
tion was obtained, (as indicated by the good peak to valley ratio). Discrepancies 
between pdc and ppc would be more likely in the case of 106704 where the poor distri- 
bution would make it difficult to obtain the average pulse amplitude required for this 
calculation. 
The rather large number of dark counts remaining at 80 to 90 percent counting 
efficiency is almost certainly due to the high red sensitivity of the photocathodes. 
This photocathode response is indicated by the smaller numbers in the cathode sensi- 
tivity column. They represent the response of the photocathoda to 2870 degrees K 
luminous flux passed through a Corning 2418 glass filter, of half stock thickness, 
which transmits approximately 90 percent of all standard lamp radiation above 650 
nm, to which the photocathode is sensitive. 
For all tubes, the measured dc dark current may be converted into an equiva- 
lent dark count by using the d-c gain. (a second set  of figures may be obtained by 
using pPc, ) There is suprisingly close agreement between the calculated values and 
the actual numbers of dark counts at  a counting efficiency of 80 to 90 percent, This 
fact may well be an indication that the dark counts removed by this calculated bias 
level are  not tube contributed dark counts but rather preamplifier and external noise 
pickup. In any case it is an indication that low amplitude pulses do not affect the d-c 
measurements, 
When cooledto -30 degrees C, four tubes showed dark counts of the order of 
20 to 30 counts per second or less at  80 to 90 percent counting efficiency which 
indicates that dynode emission as well as cathode emission may be reduced to very 
low levels. Temperatures lower than -30 degrees C did not seem to produce lower 
dark counts; however, conclusive data is not available as the cooler is unable to 
maintain a temperature intermediate to room temperature and -60 degrees C long 
enough to assure that the cathode and the outer giass surface where the temperature 
is measured have come to equilibrium. A preliminary curve for the dark counts 
versus temperature is shown in Figure 37. 
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Data obtained for three tubes at -60 degrees C is displayed in Ta 
Pulse height spectra were determined at room temperature and -60 d 
(Figures 40 and 41). The signal distributions, generally, are peaked 
temperatures. The occurrence rate of dark pulses of peak amplitud 
amplitude is reduced from the room temperature level by an order of 
or  more by operating at the low temperature. 
A measure of the effect of using ion pumps while aging the FW130 phototubes 
might be attempted by calculating the departure of the parameters in Tables VIP1 
and Ex from those of a production sample (Tables V and VII). A simple comparison 
however shows that tube No. 026831 has an extraordinary cooled dark count and that 
the ion-pumped tubes are not otherwise different from the production sample either 
individually or as a group. 
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